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The APS does not have
any Laue capability

ARPES Sample Mounting

Top hat sample plate: Flat sample plate:
CL CL
S C Only mount Au foil 0

on vertical CL

1 mm

Usable area
(5 mm x5 mm)

Maximum height

Center of rotation

Top of sample plate




ARPES Sample Mounting

Flat Cu sample plate with Mo-plate:

Mo-plate Ta-foil for
(12 mm x 12 mm max) spot welding

Sample

Locking screws
The scratches are from the
sample receiver in the load-
lock. If your sample or of Ta
foil extends past the use 12
to sample plate
) ) mm X 12 mm area, your
/Wlth silver-epoxy sample will broken/removed
or will get stuck.

1 mm

Mo-plate affixed




